Attachment 1 – Specifications/Additional Instructions to Quoters
Specifications forRFQ NNL04078512Q: 

The Thermally Stimulated Current (TSC) Instrument/Analyzer is designed to reveal structural information about materials based on their molecular mobility.  The TSC instrument/analyzer shall meet the following *minimum specifications:

1.
The TSC shall operate at 120V.

2.
The range of the applied field shall be at least up to 500 V/mm.

3.
The current intensity shall range from 10-15 to 10-07 A.
4.
The TSC shall be capable of temperature ramp range of at least 0-20 °C/min.
5. The temperature range for operation shall be at least from -170°C - 400°C.
6.
The TSC system shall include a liquid nitrogen cooling system required for cryogenic temperature operation.

7.
Thermal insulation shall be insured by an external wall with a permanent primary vacuum (2.10-2mBar).

8.
The TSC shall be capable of characterizing sample forms including films, gels, powder, pellets or liquid.
9.
The measurement technique shall not require sample preparation such as a metal deposition.

10.
The TSC shall be capable of analyzing samples with thicknesses ranging from at least several micrometers to one millimeter.

11.
Purging gas shall be run only while an experiment is ON.

12.
The TSC system shall include a data acquisition system for automated system operations.

13.
The TSC system shall include a data processing system for data analysis.

14.
Fractionated Polarization Technique shall be performed in an automatic mode.

15.
Installation and training shall be included.
16.
Warranty shall be one year coverage for the system.
*NOTE:  Quoters are invited to propose specific product features or characteristics that enhance or improve upon the Government’s minimum specifications as described above.  Quotes received which exceed the minimum specifications, both in terms of the number exceeded and the perceived value as determined by the Government, may be evaluated more highly than a quoter whose product just meets the minimum specifications.  The quoter may also propose other terms (e.g. extended warranties that extend beyond the minimum requirement) that provide additional value to the Government.   In proposing any such terms, quoters are cautioned not to propose terms or conditions that conflict with the terms and conditions stated in the Request for Quote (RFQ).  The Government will evaluate such proposed enhancements/improvement or terms and conditions in making a best value decision and may award a purchase order to other than the lowest priced offer.  The Government reserves the right to incorporate the quoter’s proposed enhancements/improvement or terms and conditions into the resulting purchase order, thereby legally obligating the quoter.
