Questions and Responses

For NNL04078288Q
1.)  What inlet flanges are required on the 200 l/s and 1000 l/s turbomolecular drag pumps?

Response:  The Inlet flange on 200l/s pump should be equivalent to 6" Conflat Flange and the inlet flange on 1000l/s pump should be equivalent to 10" Conflat Flange.  The attached Revised Specifications were dated 9/2/2004 reflect these clarifications.  
2.  Verify whether cables and controllers are to be included in the quote for each pump. 

Response:  Controllers and interconnecting cables are to be included.

3.  Will you require any additional components such as a flex hose for the dry roughing pump?
Response:  Maybe offered as an optional item. Only requirement is that the roughing outlet flange on the turbopump be compatible with the inlet flange on the dry pump.

NOTE:  Response 1 above is included in the Revised Specifications dated 

September 2, 2004 which is being included as an attachment to Amendment 1 to the solicitation.

Responses 2 and 3 above are provided for clarification and are not included in the Revised Specifications. 
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