HELIUM LEAK DETECTOR
(NNG05066806Q)

Our primary specifications are as follows:
1. The pumping system must be completely oil free.  The roughing pump should either be a dry scroll pump or a dry roots pump.  We are not interested in a diaphragm pump. 

2. The leak detector must offer vacuum and sniffer modes with the following smallest detectable leak rate: 

a. Vacuum mode:  5 x 10^ -12 Atm cc/sec Helium 

b. Sniffer mode: 1 x 10^ -7 Atm cc/sec Helium 

3. The leak detector should have a simple and user-friendly operation with only a few buttons for standard operation. 

4. The leak detector including pumping system should be a portable system with wheels or a cart.  If this is an accessory, please list this in the quote. 

5. The leak detector should have an RS232 output for logging to a PC. 

6. The leak detector should come with remote control capability.  If this is an accessory, please list this in the quote. 

7. The leak detector should have a sniffer probe and cable no more than 10 ft long.  If this is an accessory, please list this in the quote. 

8. The leak detector should come with an external (loose) calibrated leak test.  If this is an accessory, please list this in quote. 

 
