
The loads cells are used for conducting combined loads testing in the Combined Loads Test
Facility at NASA Langley Research Center (LaRC). 
 
Vendor shall Calibrate twelve (12) dual bridge load cells to ASTM E74 Standard for tension and 
compression.   
The number of load cells is: 

 seven +/-450-kip dual bridge load cells 
 five +/-300-kip dual bridge load cells 

  
Vendor shall also provide transition fixtures for installing 300- and 450-kip load cell 
load in the calibration vendor’s calibration apparatus. The load cells shall be calibrated 
in tension and compression load.  A description of the 300- and 400-kip load cells is 
attached. 
 
 






