
Requirements specification for a bench-top autoclave 

Background 

Bench-top front loaded autoclave to sterilize multiple small laboratory items. 

Temperature/Pressure 

Capable of up to a temperature of at least 135 ⁰C. 

Capable of up to a pressure of at least 40 psi. 

Capable of steam generation. 

Front loaded, bench-top size autoclave.  

Features 

Fully automatic microprocessor control and programmable for time, temperature and pressure. 

Internal capacity of at least 2.8 ft3. 

Made of corrosion-resistant stainless steel. 

Safety lock to prevent door from being opened while chamber pressurized. 

Utilities 

Shall operate on a 110-220V ac, up to 30 amp fuse.  Other requirements (e.g. water supply rate and 

quality, drain, compressed air requirements, etc…) shall be clearly named. 

Accessories 

Vendor to supply turnkey system.  Vendor shall also supply installation and training of equipment. 


