
Specifications for Vector Reflectometer 

1. Shall be capable of measuring reflection coefficient magnitude & phase and distance‐to‐fault. 
2. Operating Frequency shall include range 85 MHz to 14 GHz. 
3. Measurement interface shall be 50‐Ohm Type‐N connector.  
4. Shall be powered and operated via USB 2.0 interface. 
5. Shall be compact & light weight. (no more than 15 oz, 20 cubic inches) 
6. Shall be capable of externally triggered measurement (3‐5 V TTL) 
7. Shall Operate over temperature range ‐10 to +50 Degrees Centigrade 
8. Shall include a USB‐powered and controlled electronic calibration module that automates 

calibration over a range that includes 85MHz to 6 GHz. 
 


